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1 Introduction

The Verifit and RM500SL are full-duplex dual-chan-
nel audio measurement systems designed for the
testing and fitting of all types of hearing instruments
and many assistive listening devices. They provide
an acoustic test chamber for the testing of devices
coupled to standard 2 cm? couplers as well as sound-
field speaker(s) for on-ear measurement of hearing
aid performance. The Verifit test chamber contains
two loudspeakers for the functional testing of direc-
tional hearing instruments. Test signals are deliv-
ered to the device under test via the test chamber
loudspeaker(s), the test chamber telephone mag-
netic-field simulator (TMFS), the test chamber mag-
netic field test loop (Verifit only) or the sound-field
loudspeaker(s). Device output signals are measured
in the 2 cm? coupler via the coupler microphone or in
a real ear via the probe microphone. Data from the 2
cm? coupler may be viewed as coupler SPL, coupler
gain or as estimated SPL in the ear canal (simulated
real-ear measurements, S-REM). Data from the probe
microphone may be viewed as ear canal SPL, as ear
canal SPL re normal hearing threshold (i.e. dB HL), as
insertion gain or as ear canal SPL in the context of an
auditory area (Speechmap®).

2 The test signals

Sinusoidal, pseudo-random noise and digitized real
speech signals are provided. Two signals derived
from real speech, the International Speech Test Signal
(ISTS) and the single-talker International Collegium of
Rehabilitative Audiology (ICRA) signal, are also pro-
vided. Test signals are generated in real time by the
digital signal processor (DSP) or played from 16 bit
binary audio files stored in the on-board flash memo-
ry. In the Verifit, these audio files are up-loaded from
the internal compact disc (CD) drive at power up. In
order to provide a repeatable acoustic signal to the
device under test, a reference microphone is used in
conjunction with a digital control loop to maintain
the desired band level at each frequency. Live audio
(speech, music etc.) may also be used as a test signal
but it is not controlled for spectrum or level.

Some useful facts about broad-band signals

Overall SPLis the SPL in a band containing all signifi-
cant frequency components of the signal.

Spectrum level is the SPL in a band 1 Hz wide.

Band SPL is the SPL in a restricted frequency range.
If the signal is uniform in the band, band SPL = Spec-
trum level + 10*log(bandwidth).

A spectrum is the band SPL, or spectrum level, in a
series of adjacent bands.

For a broad-band signal, the overall SPL is greater
than the band SPL and the band SPL is greater than
the spectrum level. For a pure tone, the overall SPL,
the band SPL and the spectrum level are the same.

Awhite noise signal has a spectrum level that is inde-
pendent of frequency (i.e. constant SPL per Hertz).

A pink noise signal has a spectrum level that is in-
versely proportional to frequency (i.e. constant SPL
per octave).

A fractional octave band (e.g. 1/3 octave) has a band-
width that is proportional to frequency.

A pink noise signal has a flat spectrum when ana-
lyzed in fractional-octave bands.

A critical band is a band within which the loudness
of a continuously-distributed signal of constant SPL
is independant of bandwidth.




2.1 Narrow-band signals

2.1.1 Sinusoidal (pure tones)

Sinusoidal signals are used in the ANSI hearing aid
tests, in Multicurve 2 cm?® frequency response tests
(gain or output), in 2 cm? and on-ear single frequency
(manual) tests, in Insertion gain tests and in tone-
burst maximum output (MPO) tests. The MPO stimu-
lus consists of a series 128ms tone bursts with 128ms
gaps at an SPL of 90 dB SPL in the test box and 85
dB in the sound field. Frequencies used are 1/12 oc-
tave except for the MPO test which uses 1/3 octave
frequencies. Levels from 40 to 90 dB SPL are available
at the reference microphone. Control of the level at
each frequency is maintained by measuring the fre-
quency response of the signal path to the reference
microphone 256 ms before each test using a 256 ms,
50 - 55 dB SPL, multi-tone complex or a 256 ms chirp,
depending on the test to follow. Drive levels at each
frequency are then set to achieve the desired band
levels at the reference microphone. For on-ear mea-
surements, tones are frequency modulated (triangle,
+ 3% over 128 ms).

2.2 Broad-band signals

2.2.1 Pink Noise signal

The pink noise signal is available for Multicurve 2 cm?
coupler gain and output frequency response mea-
surements and for Insertion gain and Speechmap
on-ear measurements. It is a pseudo-random sig-
nal composed of 1024 simultanecus tones summed
to provide a crest factor of 12 dB. The spectrum of
the pink noise signal is controlled by the reference
microphone in conjunction with a digital feedback
loop with a frequency resolution of 1/12 octave and
a response time of about 1/3 of a second. Pink noise
was selected as a test signal because it has equal en-
ergy per octave, producing a flat spectrum when ana-
lyzed in 1/12 or 1/3 octave bands. Figure 1 shows the
1/3 octave spectrum of the pink noise signal and the
noise signal specified in ANSI $3.42-1997. Note that
the ANSI $3.42-1997 spectrum represents speech
peaks not the long-term average.
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Figure 1: 1/3 octave spectra for the pink noise signal and the noise signal specified in ANSI 53.42-1997.



2.2.2 Dual-direction pink noise signal (Verifit only)
This unique test signal is available in the dual-source
Verifit test chamber and for on-ear measurements by
adding an additional sound-field speaker. Itis similar
to the pink noise signal described previously except
that the component tones are presented simultane-
ously from two speakers, half from each. The spec-
trum of the tone complex from each speaker is in-
dependently controlled with 1/12 octave resolution

at the reference microphone. Two simultaneous re-
sponse curves — one for each speaker — are derived
from the measured output of the hearing aid. This
provides a real-time measure of the functioning of the
directional features of hearing aids that is indepen-
dent of compression or noise reduction algorithms,
unlike other methods that sequentially measure re-
sponse from different directions and work only with

these features disabled.
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2.2.3 Real-speech signals

Real-speech signals are provided in Speechmap for
both On-ear and Test box measurement modes. Four
different digitized speech passages (2 male, 1 female
and 1 child) are provided as well as the International
Speech Test Signal (ISTS) and the single-talker In-
ternational Collegium of Rehabilitative Audiology
(ICRA) distorted speech signal. In addition, one of the
speech passages has been filtered to provide 3 varia-
tions for evaluating frequency-lowering hearing aids.
Each has a duration of 10 - 15 seconds and may be
presented as a single passage or in a continuous loop.
In order to provide a repeatable speech signal to the
device under test, the signal path must be equalized
prior to the presentation of the speech signal. This
is accomplished by presenting a 896 ms pink noise
burst at the selected speech level, 256 ms prior to the
start of each speech passage and adjusting a digital
filter to provide a flat response at the reference mi-
crophone.

The two "Speech-std” signals are by the same male
talker, filtered to provide the long-term average
speech spectrum (LTASS) recommended by Cox
& Moore (1988) for average vocal effort. This is the
LTASS assumed in the Desired Sensation Level (DSL)
method of hearing aid fitting. In addition, four spe-
cial versions of the Speech-std (1) test stimulus
are provided in Speechmap to assist in the adjust-
ment of frequency-lowering hearing aids. These are
called Speech3150, Speech4000, Speech5000 and
Speech6300. The Speech3150 stimulus has had the
bands at 1000 Hz and above attenuated by 30 dB ex-
cept for the 1/3 octave band at 3150 Hz which is un-
attenuated. Similarily, the Speech4000 stimulus has
an unattenuated band at 4000 Hz, the Speech5000
stimulus has an unattenuated band at 5000 Hz and
the Speech6300 stimulus has an unattenuated band
at 6300 Hz (Figure 4). For these stimuli, the indicat-
ed level is for the unfiltered Speech-std (1) passage
and the band levels in all unattenuated bands are the
band levels present in the Speech-std (1) passage at
that level. These three signals may be used to deter-
mine the amount of frequency shift provided by fre-
quency-lowering hearing aids and the sensation level
of the lowered components of the speech signal.

The "female” and “child” signals are presented “as re-
corded” without any processing and have been cho-
sen to provide a range of spectra.

The ISTS was developed under the European Hearing
Instrument Manufacturers Association (EHIMA) which
holds the copyright. The sound file is available free
of charge from the EHIMA website. The ISTS consists
of 500 ms segments from recordings of 6 female talk-
ers reading the same passage in American English,
Arabic, Chinese, French, German and Spanish. These
segments have been spliced together with appropri-
ate pauses and filtered to match the average female
spectrum from Byrne et al, An international compari-
son of long-term average speech spectra. J. Acoust.
Soc. Am. 96 (1994), 2108-2120. For more details, con-
sult the EHIMA website (www.ehima.com).

The ICRA distorted speech signal is a recording of an
English-speaking talker that has been digitally modi-
fied to make the speech largely unintelligible. The
resultant signal has many of the properties of real
speech but has a harsh sound and lacks harmonic
structure. The latter may be significant for hearing
aids which use this property of speech to control
noise reduction schemes. The LTASS is similar to the
“Speech-std”signals up to 5 kHz.

Overall SPLs of 50, 55, 60, 65, 70 and 75 dB (at the
reference microphone) are available. Soft and Aver-
age levels (50 - 70 dB SPL) have the same spectrum.
A Loud vocal effort filter is applied to the 75 dB level
signals. This is shown in Figure 5.

In the Test box mode in Speechmap (previously called
S-REM) measurements made in the 2 cc coupler in the
test chamber are converted to estimated real ear SPL.
In this mode, the effects of hearing aid microphone
location need to be included in the test signals so
spectra are further altered to include the microphone
location effects shown in Figure 6.
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Figure 3: LTASS for Speechmap speech signals at average vocal effort
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Figure 4: LTASS for Speech-std(1), Speech4000, Speech5000, Speech6300 for the FM boom location effects of Figure
6. Note that curves are 1/3 octave band levels at 1/12 octave intervals which causes the 1/3 octave bands at 4000,
5000 and 6300 Hz to appear broader than 1/3 octave. For clarity, the Speech3150 curve has been omitted.
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Figure 5: Loud vocal effort effect in dB re nominal band levels. Nominal band levels are band levels for an

overall SPL of 65 dB. This shaping is applied to the 75 dB SPL speech and ICRA signals.
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Figure 6: Microphone location effects in dB re nominal band SPL. Nominal band levels are band levels for an overall
rms level of 65 dB SPL and average vocal effort in a free sound field.
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In addition to these well-controlled and repeatable
signals, live speech may be used as a test signal. It
will, of course, be unequalized and at an uncontrolled
level.

3 Analysis of broad-band signals

Broad-band signals contain energy at many frequen-
cies simultaneously. Such signals are usually analyzed
in a series of narrow frequency bands to produce a
spectrum. The auditory system functions on a loga-
rithmic frequency scale and analyzes broad-band sig-
nals in critical bands which approximate 1/3 octave
bands (Figure 7). Using 1/3 octave bands for analysis
of broad-band signals allows measured levels to be
compared more readily to narrow-band behavioral
measures, such as threshold. For this reason, analy-
sis of broad-band signals in all On-ear measurements
(including Speechmap Test box mode) isin 1/3 octave

bands. Other analyzers use narrower analysis bands,
sometimes having constant bandwidth. As shown in
Figure 7, this can result in significantly underestimat-
ing the audibility (or comfort or discomfort) of a com-
plex signal.

It should be noted that, in all On-ear measurements,
1/3 octave band SPL is displayed (and reported when
saving data to a file) at 1/12 octave frequencies which
provides curve smoothing and causes the spectrum
of narrow-band signals to appear broadened. When
calculating overall rms from these data, the SPL at 225
Hz and subsequent 1/3 octave increments should be
used.

Analysis of broad-band signals in all Test box tests,
except Speechmap, is in 1/12 octave bands and the
band SPL is displayed at 1/12 octave frequencies.

Analysis Bandwidth Used by Various Analyzers
To Analyze Complex Signals
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Figure 7: Analyvsis bandwidths of some real-ear analvzers and critical bands for a normal ear. If the analvsis
bandwidih is less than a critical band, aided response curves shown to be at threshold (or UCL) will actually

be well above it.






